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Abstract - Turbidity is used to describe water quality and it can be caused by the presence of suspended particles and organic 
matter such as algae, clay and silt. The measurement of turbidity level of water is vital to domestic water supplies since it is related 
to public health and water treatment process. This paper presents an investigation on an optical tomography system to estimate the 
turbidity level in a sample of water. The optical sensors consist of infrared light-emitting diodes (LED) as transmitters and 
photodiodes as the receivers where the projections of the sensors are designed in fan beam mode. The system was tested using a 
vertical flow pipe. The Independent Component Analysis (ICA) method was used to display the concentration profile. Results 
obtained proved that the technique can provide the concentration profile representing the turbidity level of water.  
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Introduction 
Environmental pollution has reached a level which 
caused many people to be worried. It does not only 
caused our health to be affected but it also lead to deaths. 
This is due to the fact that industrialization is running at a 
rapid pace and the environmental regulations in many 
countries are not strict enough to curb such pollution 
from harming mankind. Currently there is an extensive 
research on measuring and removing pollution such as 
those in wáter and the atmosphere. For the survival of 
mankind, a reduction in pollution is vital and as such 
investigation on techniques to measure and remove 
pollution is being conducted widely throughout the world 
(Wilde, 1998). Turbidity is one way of measuring the 
level of environmental pollution. Turbidity is a 
measurement of how cloudy or clear the water is, or, how 
easily light can be transmitted through it. Scientists often 
relates water turbidity in with other factors so as to 
comprehend its causes and consequences. As an example, 
high levels of turbidity can identify problems with 
erosion, reduction in water quality, decreased light 
penetration diminished recreational values and 
aesthetics as well as direct and indirect effect on fish, 
invertebrates, aquatic plants (Kerr, 1995) 
By carrying out analsyis on turbidity, the optical 
characteristics that resulted in light through water to be 
scattered and absorbed rather than transmitted in 
straight paths can be investigated. When light is projected 
onto water, the particles in water will block light from 
being transmitted through water. If water is pure, light 
will be transmitted without any interruption, with slight 
scattering. Various factors such as the size, shape and 
composition of the particles will influence the interaction 
between light and suspended solids. Particles also absorb 
and attenuate light (Omar et al., 2009). There will be 
changes in the direction of the light path when it hits the 
particles.  
Tomography is a means of determining the internal 
characteristics of a flow region or a cross-section of an 
object from which local information such as volume 
fraction and velocity can be extracted (Ibrahim, 2002). The 
discovery of X-rays by Conrad Röntgen in 1895 inspired 
the development of computed tomography. The motivation 
for this development was in the medical field. The 
clinicians are not satisfied with planar X-radiographs and 
so they demanded the radiologists to supply them with 
tomographic images.  Hounsfield developed and 
commercialized the first axial computer tomography in 
1972 known as the EMI-Scanner. In 1974 research in 
tomography received a boost when the first images of a 
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living subject were published (Seynaeve et al., 1995). 
Today tomography continues to make significant process 
drawing a lot of interest from many researchers and is 
being used for various applications. 
Optical tomography is a powerful method which can 
be applied for combustion diagnostics, deliverance of the 
spatial distributions of gas concentration, absorption and 
refractive index, emissivity, density and temperature 
without invading the object of interest (Schwarz, 1996). 
Optical tomography has the advantages of being non-
invasive and non-radiative as compared to other 
techniques. Tomographic imaging of the contents of a 
flowpipe focuses on the computation of a pseudo cross-
section from a set of optical measurements obtained from 
surrounding optical sensors. Optical tomography can be 
utilized to provide the concentration profile of the 
turbidity level of various multi-phase mixture.  
 In order to display the concentration profiles, the 
Independent Component Analysis (ICA) method was 
used. Historically, ICA was introduced in 1990 with the 
purpose of separating independent source variable from 
a linear mixture and it is through this method the mixed 
signal problem can be solved. The benefit of ICA is that it 
is statistically independent and distributed in a non-
Gaussian manner as compared to other methods such as 
Principal Component Analysis (PCA) and Factor Analysis 
(FA) (Wang et al., 2008). In this project, ICA was used to 
separate the signals detected by the light receivers. This 
technique can be expressed by the following expression, 
Y = MS                                                                      (1) 
In which Y is n x m matrix representing the mixture 
of source signals, M is n x d matrix which represents the 
mixing matrix, and S is d x m matrix representing the 
source signal. Initially the separating matrix P is 
determined in which 
P = M-1                                                                        (2) 
Finally the each source can be obtained from the 
following expression, 
S = PY                                                                        (3) 
 
Modelling 
The arrangement of light transmitters and receivers 
in the pipe is shown in  
Fig. 1. Transmitters are denoted as TX whereas receivers 
are denoted as RX. Light is transmitted in the form of fan-
beam projection mode. The circle represents the pipe. 
The fan beam projection is projected onto a sensitivity 
map having 18 x 18 pixels. Consider receiver 1. Ideally, 
light from all transmitters arrived at receiver 1 which is 
denoted as RX1. However results obtained from an earlier 
investigation (Mohd Khairi et al., 2013) showed that 
signals from only four transmitters are significant 
compared to the other transmitters. These four signals 
have a magnitude of 3.7V as observed by an oscilloscope. 
The transmitters which transmit these signals are 
transmitters 9, 10, 11 and 12 which are located 
diametrically opposite to receiver 1. Similarly 
measurement showed that for the other receivers, only 
four transmitters transmit light which can be significantly 
detected by each receiver as shown in Table 1. The ICA 
technique is then used to distinguish each signal which is 
detected by the receiver and subsequently the ICA 
method was utilized to obtain the matrices which contain 
the value of the turbidity factor (T). 
 
1,21,1 1,3 1,4 1,5 1,71,6 1,8 1,9 1,10 1,121,11 1,13 1,14 1,15 1,16 1,17 1,18
2,22,1 2,3 2,4 2,5 2,72,6 2,8 2,9 2,10 2,122,11 2,13 2,14 2,15 2,16 2,17 2,18
3,23,1 3,3 3,4 3,5 3,73,6 3,8 3,9 3,10 3,123,11 3,13 3,14 3,15 3,16 3,17 3,18
4,24,1 4,3 4,4 4,5 4,74,6 4,8 4,9 4,10 4,124,11 4,13 4,14 4,15 4,16 4,17 4,18
5,25,1 5,3 5,4 5,5 5,75,6 5,8 5,9 5,10 5,125,11 5,13 5,14 5,15 5,16 5,17 5,18
6,26,1 6,3 6,4 6,5 6,76,6 6,8 6,9 6,10 6,126,11 6,13 6,14 6,15 6,16 6,17 6,18
7,27,1 7,3 7,4 7,5 7,77,6 7,8 7,9 7,10 7,127,11 7,13 7,14 7,15 7,16 7,17 7,18
9,29,1 9,3 9,4 9,5 9,79,6 9,8 9,9 9,10 9,129,11 9,13 9,14 9,15 9,16 9,17 9,18
8,28,1 8,3 8,4 8,5 8,78,6 8,8 8,9 8,10 8,128,11 8,13 8,14 8,15 8,16 8,17 8,18
10,210,1 10,3 10,4 10,5 10,710,6 10,8 10,9 10,10 10,1210,11 10,13 10,14 10,15 10,16 10,17 10,18
11,211,1 11,3 11,4 11,5 11,711,6 11,8 11,9 11,10 11,1211,11 11,13 11,14 11,15 11,16 11,17 11,18
12,212,1 12,3 12,4 12,5 12,712,6 12,8 12,9 12,10 12,1212,11 12,13 12,14 12,15 12,16 12,17 12,18
13,213,1 13,3 13,4 13,5 13,713,6 13,8 13,9 13,10 13,1213,11 13,13 13,14 13,15 13,16 13,17 13,18
14,214,1 14,3 14,4 14,5 14,714,6 14,8 14,9 14,10 14,1214,11 14,13 14,14 14,15 14,16 14,17 14,18
15,215,1 15,3 15,4 15,5 15,715,6 15,8 15,9 15,10 15,1215,11 15,13 15,14 15,15 15,16 15,17 15,18
16,216,1 16,3 16,4 16,5 16,716,6 16,8 16,9 16,10 16,1216,11 16,13 16,14 16,15 16,16 16,17 16,18
17,217,1 17,3 17,4 17,5 17,717,6 17,8 17,9 17,10 17,1217,11 17,13 17,14 17,15 17,16 17,17 17,18
18,218,1 18,3 18,4 18,5 18,718,6 18,8 18,9 18,10 18,1218,11 18,13 18,14 18,15 18,16 18,17 18,18
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Figure 1. Optical system configuration around the pipe 
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Table 1. Result of transmitters detected by receivers 
 
Receiver Transmitter 
1 9, 10, 11, 12 
2 10, 11, 12, 
13 
3 11, 12, 13, 
14 
4 12, 13, 14, 
15 
5 13, 14, 15, 
16 
6 14, 15, 16, 
17 
7 15, 16, 17, 
18 
8 16, 17, 18, 1 
9 17, 18, 1, 2 
10 18, 1, 2, 3 
11 1, 2, 3, 4 
12 2, 3, 4, 5 
13 3, 4, 5, 6 
14 4, 5, 6, 7 
15 5, 6, 7, 8 
16 6, 7, 8, 9 
17 7, 8, 9, 10 
18 8, 9, 10, 11 
 
Light is attenuated as it propagates from one medium 
to another. In  accordance with the Beer-Lambert’s law, 
the intensity of light will be reduced as it arrived at the 
light receiver as a result of attenuation by the medium. 
The attenuation of light is based on the Beer-Lambert law 
which can be expressed as follows: 
l
V
V
Z a-=÷÷
ø
ö
çç
è
æ
=
1
2ln         
        (4) 
where Z is the medium absorbance, V2 is the resultant 
sensor voltage, V1 is the voltage of the receiver without 
any attenuation, a is the absorption coefficient and l is the 
length of the medium. For pure water the attenuation 
coefficient is 0.0287/mm. When pure water is 
contaminated, the value of the attenuation coefficient will 
change. The level of turbidity can be observed in the 
mixing matrix M which contains the exp(-al) components.  
 
Independent Component Analysis 
Only four sets of sensors are chosen in order to 
simplify modelling. Consider light arriving at receiver 1 as 
shown in Figure 2 which is a mixture of signals from four 
transmitters. Light from TX1 and TX2 (which are adjacent 
to RX1) are transmitted directly to RX1. Light from TX3 is 
a combination of attenuation and length involving (a3l2) 
and (-a2l3). Light from TX4 is a combination of 
attenuation and length involving (a1l2) and (a2l3). Hence 
the equation describing the relationship between light 
from four transmitters to receiver 1 can be expressed as: 
 
VRX1 = VTX1e(-a2L1) + VTX2e(-a2L1) + VTX3e(-a3L2-a2L3) + VTX4e(-
a1L2-a2L3)                  (5) 
 
Equation (1) can be simplified as 
VRN = MVTN                                                                   (6) 
 
where VRN represents the mixture of source signals VRX1, 
VRX2,….VRX18; VTN represents the source signals VTX1, VTX2, 
…,VTX18 and the mixing matrix, M, can be expressed as 
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In order to separate the original signal, the ICA algorithm 
is utilized. The separating matrix P  is the parameter of 
interest. In ICA, the rows of matrix P have to be 
rearranged based on the transmitters’ sequence as P can 
only separate the signal but the as a result the matrix is 
randomly located. Taking into account of this, the pulse 
duration of each transmitter is set differently from each 
other.  
Hardware And Software  
The optical tomography system (Fig. 3) consists of 
optical sensors which are placed around a pipe, a signal 
conditioning circuit, a data acquisition system and image 
reconstruction. To enable such a system to display 
accurately images of the concentration profile in the flow 
pipe, the geometrical configuration of the sensors must 
be carefully selected. 
The main component at the forefront of the 
measurement system is the optical sensors. This project 
made use of eighteen TSAL6200 infrared light-emitting 
diodes which are used as light transmitters and eighteen 
BPV10NF photodiode receivers. The sensors are installed  
around a 100 millimetres (mm) diameter transparent 
pipe. LEDs are selected as light transmitters in order to 
prevent the surrounding light from affecting the optical 
system. 
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Figure 2. Light paths 
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Figure 3. Optical tomography system 
 
This is due to the fact that infrared is invisible light, 
which has a smaller wavelength of 750 nm in 
comparision to the wavelength of visible light which has a 
wavelength of about 380 nanometres. Each transmitter 
has been programmed by A PIC microcontroller is used to 
program each transmitter so that it can generate different 
pulse durations. The purpose of doing this is to identify 
which transmitters’ signals have been detected by the 
receiver. In the signal conditioning circuit the first stage 
performs the task of converting light to voltage. The 
output voltage as a result of this conversion is however 
small and hence the subsequent stages of  the signal 
conditioning circuit play the role of  amplifying the 
voltage. The analog output from the signal conditioning 
unit is digitized by an U2331data-acquisition system 
(DAQ) manufactured by Agilent Technologies. The 
software used to perform ICA is the LabVIEW software 
developed by National Instruments as shown in Fig. 4. 
The eighteens output of receivers (box 1) are inputted to 
the ICA block (box 2). The ICA produced separating 
matrix (box 3) in the form of  an 18 x 18 matrix and 
recovered the signal. The matrix’s size depends on the 
number of inputted in the ICA. For example, if ICA 
received four inputs from receiver, hence the separating 
matrix will be a 4 x 4 matrix. In ICA, the square method is 
utilised since it can recover the signal better compared to 
tanh, gaussian, and cube. The recovered signals are vital 
in rearranging the matrix row as required. 
The software has been chosen since it contains the 
tools to perform ICA in the form of object programming. 
This eliminate the task of creating a new programming 
code. The FastICA algorithm is used in this Project. It is an 
efficient and well-known algorithm for ICA developed by 
Aapo Hyvärinen at Helsinki University of Technology 
(Hyvärinen, 1999). Initially, the ICA was used to separate 
the four signals detected by each receiver. Secondly, the 
ICA results in the improper arrangement of the matrix.  
As such, the matrix has to be rearranged in which the row 
in the matrix should be arranged at the appropriate row 
based on the value of pulse duration. This resulted in the 
mixing matrix M. Thirdly, the ICA also resulted in the 
separating matrix P. The inverse matrix (M-1) contains the 
exponential component exp (-αl) or termed the turbidity 
matrix. In order to obtain the individual signals, the 
LabVIEW software is chosen since it has the ICA function. 
Information on the the values of pulse duration is 
obtained automatically by LabVIEW using the “timing and 
transition measurement” tool. 
 
 
 
Figure 4. LabVIEW program which incorporates ICA 
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Results and Discussion 
Several experiments were carried out to test the 
tomography system using the ICA method. The 
experiments involved pure and contaminated wáter. 
Initially, the transparent pipe was filled with 3 litres of 
pure wáter. Measurement of pulse duration was obtained 
using LabVIEW. Based on the measurement result, the 
rows in the matrix will be  rearranged based on the value 
of pulse duration. For pure water, the average values 
representing the concentration profile is shown in Figure 
5.     
 
 
Figure 5. The numerical concentration profile for pure water 
 
 
Several experiments were performed which made 
use of three litres of pure water contaminated with 25 ml 
green coloring which is used as food coloring as shown in 
Figure 6. The green color resembles algae which is one of 
the contaminants normally found in contaminated wáter. 
As a result of applying ICA, the the concentration profile 
is obtained as shown in Figure 8. 
 A comparison of the numerical profiles of pure 
wáter (Figure 6) and contaminated wáter (Figure 7) 
shows that the numerical values in each pixel in the 
contaminated wáter concentration profile is higher than 
that of pure wáter. This occurred as a a result of light 
experiencing more attenuation when it traversed the 
contaminated wáter. Mathematically this can be 
explained by the fact that the mixing matrix M contains 
the exponential component exp(-αl). So when the 
attenuation coefficient (α) is reduced the value of exp(-αl) 
increased. Due to the limitation of the ICA method, values 
of the pixels near the pipe wall are higher than the rest of 
the pixels. This can be explained by the fact that the 
transmitters and receivers are located at the pipe wall 
and hence light accumulated near the pipe wall. Examples 
of calculation of the pixel values for the concentration 
profile is shown in Table 2. 
 
 
Figure 6. Contaminated wáter 
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Table 2. The calculation of average values for pixels (1,9) and (1,10) in contaminated water   
Pixel Sum of pixels Numerical sum of pixels Total Number 
of pixels 
traversed 
by light 
Average 
Value 
 
 
 
 
1,9 
 
M1,1 + M18,1 + M17,1 + M16, 1 
+  
M1,3 + M1,4 + M1,5 + M1,2 + 
M1,6 + M1,7 + M1,8 + M1, 9 +  
M1,10 + M1,11 + M1,12 + M1,13 
+ 
M1,14 + M1,15 + M1,16 + M1, 17 
+  
M2,17 + M1,18 + M2,18 + M3,18 
+ 
M4,18 
 
0.4906 + 0.0736 + 0.0279 + 
0.0299 + 
0.0623 + 0.0153 + 0.0057 
+0.0154 + 
0.0381+ 0.0203 + 0.1006 + 
0.0075 + 
0.1063 + 0.0366 + 0.1811 + 
0.0776 + 
0.2049 + 0.7765 + 0.1411 
+0.0307 + 
0.0887 + 0.0799 + 0.0696 + 
1.1693 + 
0.8872 
 
 
 
 
 
4.7375 
 
 
 
 
25 
 
 
 
0.1895 
 
 
 
1,10 
 
M1,1 + M18,1 + M17,1 + M16,1 
+  
M15,1 + M14,1 + M13,1 + M12,1 
+ 
M1,2 + M1,3 + M1,4 + M1,5 + 
 M1,6 + M1,7 + M2,7 + M2,18 +  
M3,18 
 
1.2265 +0.2208+ 0.0836 
+0.0697 + 
0.1039 + 0.0153 +0.0019 + 
0.0267 + 
0.0435 + 0.0673 + 0.4130 + 
0.2088 + 
0.9744 + 0.8872 + 0.2352 + 
0.0307 + 
0.0887 
   
 
 
 
4.6971 
 
 
 
17 
 
 
 
0.2763 
 
Figure 7. Numerical concentration profile of contaminated water 
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Figure 8. Concentration profile of contaminated water 
 
Conclusions 
The concentration profile of the turbid liquid 
depends on the intensity and the pattern on the light 
projected through the liquid as well as the liquid 
tendency to absorb certain wavelengths of the incident 
light. When water is pure or clear, there is almost no 
interruption of light from the transmitters to the 
receivers. In turbid wáter, light will be attenuated. The 
tomography system can provide the concentration profile 
of both pure and contaminated wáter which can be used 
to show the level of turbidity. By knowing the turbidity 
level, problems such as erosion at shoreline could be 
identified and thus costly economic and environmental 
impacts can be avoided. Further experiments will be 
carried out on other types of contaminants to test the 
effectiveness of the system. 
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